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Background. Currently visual and tactile clues such
as color, mottling, and tissue turgor are used in the
operating room for subjective assessments of organ
ischemia. Studies have demonstrated that infrared
(IR) imaging is a reliable tool to identify perfusion of
brain tumors and kidneys during human surgery. In-
traoperative IR imaging has the potential for more
objective real-time detection and quantitative assess-
ment of organ viability including early ischemia. We
hypothesize, by detecting variations of the IR signal,
we can assess the degree to which renal surface tem-
perature reflects underlying renal ischemia. To ad-
dress this hypothesis, IR imaging-derived tempera-
ture fluctuations were evaluated during laparotomy in
a porcine model (r = 15). These temperature profiles
then underwent spectral (frequency) analysis to as-
sess their relationship to well-described oscillations of
the microcirculation.

Materials and methods. An IR camera was posi-
tioned 30-60 cm above the exposed kidneys. Images
(3-5 um wavelength) were collected (1.0/s) at baseline,
during warm renal ischemia, and during reperfusion.
Dominant frequency (DF) of the tissue temperature
fluctuations were determined by a Fourier transfor-
mation (spectral) analysis.

Results. IR images immediately showed which seg-
ments of the kidney were ischemic. DF at ~0.008 Hz that
corresponds to blood flow oscillations was observed in
thermal profiles. The oscillations were diminished or
disappeared after 25 min of warm ischemia and were
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recovered with reperfusion in a time-dependent fashion.
Oscillations were attenuated substantially in ischemic
segments, but not in perfused segments of the kidney.

Conclusions. The described oscillations can be mea-
sured noninvasively using IR imaging in the operating
room, as represented by the DF, and may be an early
marker of critical renal ischemia. © 2008 Elsevier Inc. All
rights reserved.

Key Words: infrared imaging; kidney vasculature;
blood flow regulation; and ischemia.

INTRODUCTION

The determination of organ viability is critical dur-
ing many operative interventions and specifically plays
a crucial role in the assessment of post transplant
reperfusion, traumatic devitalization, or resection of
ischemic tissues. Currently, operative assessment of
organ ischemia is made by subjectively interpreting
visual and tactile clues such as color, mottling, and
tissue turgor. Objective clinical instrumental ap-
proaches, such as fluorescein dye [1] or laser interro-
gation [2], that focus on the determination of blood
flow, are cumbersome and fail to directly characterize
ischemic injury. Surrogate serum markers of ischemic
injury and histopathology require a significant amount
of time following an injury to demonstrate an effect and
thus fail to acutely detect an ischemic insult. As such,
early objective intraoperative markers of clinically sig-
nificant critical ischemia, in which permanent damage
may occur, are lacking. Importantly, it is at the time of
ischemic insult that interventions can preempt irrevo-
cable harm and prevent the cascade of downstream
effects seen with ischemia or reperfusion injury [3].
Therefore, an objective method, which is specific to
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ischemic injury and capable of real-time assessment
and quantification, is needed.

Based on the principles of thermography, two-
dimensional image presentation of natural emission
temperature differentials between adjacent structures
and assessments of tissue perfusion can be determined
in real-time using an advanced digital infrared (IR)
camera [4, 5]. Evaporation from the operative field
increases heat dissipation, substantially cooling the
surface of exposed tissues [6], and amplifies tempera-
ture differences between perfused and underperfused
tissues, which are readily measurable by IR methods.
We have previously shown that these differences can
be quantified and used to assess intraoperative cere-
bral perfusion [7, 8] and to provide real-time assessments
of whole kidney reperfusion during renal transplantation
[9]. We hypothesize that, by detecting regional and tem-
poral variations of the IR signal, we can assess the degree
to which renal surface temperature reflects underlying
renal ischemia during laparotomy.

Viable tissues express intrinsic low-frequency oscil-
lations that are believed to represent either an endo-
thelium dependent pacemaker tone [10, 11], myogenic
activity of vascular smooth muscle, neurogenic activity
of the vessel wall [12], or in the case of the kidney in
particular, autoregulation in the form of tubuloglo-
merular feedback [12-16]. The physiological signals,
which are thought to be modulated by vascular endo-
thelium, have been measured with single-point laser
Doppler probes in dermal vessels at a frequency of
0.0095 to 0.0100 Hz. While the observation of these
intrinsic oscillations has added to the understanding of
the physiology of the microcirculation and have been
clinically applied to detecting disturbances of the mi-
crocirculation in patients with end-stage renal disease,
they have not been assessed as a surrogate marker of
ischemic injury.

We now show, using whole-organ IR imaging of pro-
longed renal ischemia in a large animal surgical model,
that IR imaging, in addition to detecting tight correla-
tions between temperature and tissue perfusion [5,
7-9], also detects low-frequency oscillations that corre-
late with critical ischemia. By applying Fourier analy-
sis to IR thermal profiles, we have observed a very low
dominant frequency (DF) in vivo that corresponds to
intrinsic blood flow oscillation frequencies. Tempera-
ture, rate of temperature change, and extent of DF
oscillations demonstrated correlations with the dura-
tion of controlled ischemia when compared between
different experimental conditions (baseline as a con-
trol, warm renal ischemia, and reperfusion). Therefore,
we believe this DF represents an early marker of crit-
ical renal ischemia that can be measured noninva-
sively using real-time IR imaging in the operating
room and as such may provide objective assessment of
organ viability.
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METHODS
Large Animal Renal Warm Ischemia Model

A porcine model of renal ischemia was used to evaluate IR imag-
ing and the degree to which renal surface temperature reflects un-
derlying renal ischemia during laparotomy. Fifteen pigs (2 female,
13 male), between 5 and 9 months of age (23 to 73 kg), were used
under an Institutional Animal Care and Use Committee-approved
protocol. Animals were maintained following the guidelines issued
by the Institute of Laboratory Animals Resources, National Research
Council. General anesthesia with 1% isoflurane was administered
and laparotomy was performed with bilateral renal mobilization,
hilar dissection, and identification of segmental branches on all 15
animals (22 kidneys total). Animals were then divided into two
groups: group 1 (n = 11) underwent sequential cross-clamping of
the entire renal hilum for 10 to 75 min of warm ischemia followed
by reperfusion from 5 to 55 min; group 2 (n = 11) underwent
ligation of a segmental renal vessel (superior or inferior pole)
followed by cross-clamping and reperfusion as in group 1.

IR and visible wavelength cameras were positioned 30—60 cm
above surgical field to image an entire exposed single kidney (n = 8)
or pair of kidneys (n = 7). Serial field images (320 X 256 pixels each,
1.0/s) of each of the 22 kidneys (10 right and 12 left) were collected
during baseline conditions, focal and global ischemia, reperfusion,
and post-reperfusion.

The duration of image acquisition for baseline conditions was
between 5 and 60 min.

Imaging

An advanced digital IR camera (Infrared Focal Plane Array cam-
era; Lockheed Martin IR Imaging Systems, Inc., Goleta, CA) was
used to image local temperature across the exposed kidney by pas-
sively detecting IR emission. IR emission at the measured wave-
length (3-5 pum) is proportional to temperature, and the calibrated
camera was sensitive to 0.02°C temperature changes.

The camera was attached to an operating microscope stand (Zeiss,
Gottingen, Germany) and was covered with conventional surgical
draping to maintain the sterility of the surgical site. Operative
lighting does not influence IR measurements except for those close
enough to the exposed kidney to produce local heat. For this reason,
surgical lights near the operative site were redirected from the
surgical field during the IR measurements.

Sequential digital images were obtained with the detector plane of
the IR camera positioned parallel to the plane of the targeted kidney
or the central part of the exposed abdomen. The images were dis-
played on a large (150-cm-diagonal) screen, using a small video
projector, and were visible to the surgeon during the procedure. IR
image sets for each animal were acquired for 250-600 s with at least
1 min between sets. Images were collected in four separate condi-
tions: (1) after surgical exposure of the kidney (baseline); (2) during
the occlusion period (ischemia); (3) after the occlusion was relieved,
following removal of the clamp (reperfusion); and (4) during post-
reperfusion.

Data Analysis

Successive IR image sets were stored on an Axil Ultima worksta-
tion (Axil Computer, Inc., Santa Clara, CA) and analyzed (ENVI/IDL
software; ITT Visual Information Solutions, Boulder, CO) postoper-
atively. A four-step data analysis approach is outlined in Fig. 1. This
image analysis was able to identify DF oscillations in the tempera-
ture profiles, to calculate their spatial extent, to identify oscillations
in synthesized images, and to correlate their locations with regions of
diminished IR signal triggered by local or global perfusion deficit.
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FIG. 1. Four-step data analysis approach. (A) IR images were

aligned to remove motion artifacts. The designed image alignment
algorithm was applied to a different set of fiducial points until it
showed a well-aligned (<5 pixels shift per frame) final image set.
(B) Temperature profiles (IR intensity versus time) were obtained for
the following regions of interest (ROIs): (1) the entire kidney;
(2) three standard segmental ROIs (middle, inferior, and superior
poles of kidney); and (3) a local ROI (5 X 5 pixels) within each IR
frame of an imaging sequence. (C) Spectral analysis was applied to
identify the frequency range of temperature profile oscillations ex-
tracted from the entire kidney ROI for each baseline trial. A power
spectrum was calculated [26] by applying a fast Fourier transforma-
tion (FFT) to the 250 points of the data in each thermal profile of each
trial. The DF was selected from among all thermal profiles and, after
linear interpolation across successive trials, the mean DF power
spectrum for the entire kidney ROI and for local ROI was calculated.
(D) Spatial-spectral analysis was performed in two substeps: (a) For
each imaging trial, an image was synthesized that gave the color
black to those pixels for which the power spectrum magnitude of the
DF was larger than a chosen threshold (ROI_DF). White was as-
signed to those pixels with magnitudes for DF oscillations smaller
than the chosen threshold. The threshold was the mean power spec-
trum for the occluded ROI, plus two times the SD (95% confidence
interval). The synthesized image reflected the spatial extent of DF
oscillations within the kidney. (b) To quantify the spatial extent of
DF oscillations, the black pixels within the synthesized image were
counted for each trial. To minimize the effects of differences in
kidney sizes, the counts were normalized by the total number of
pixels in the perfused region of kidney (for post-occlusive reactive
hyperemia and post-reperfusion conditions) or by the total number of
pixels in the entire kidney for baseline and ischemic conditions.

Statistical Analysis

Regression analysis was performed using SigmaStat software
(Systat Software, Inc., Richmond, CA) to reveal the relationships
between temperature profiles and ischemic conditions, and the ex-
tent of DF oscillation and ischemic conditions. Slopes and correla-
tions were evaluated using a statistical significance of P < 0.05.
Multiple comparisons of kidney temperatures, rates of temperature
change, normalized power spectra at the DF, as well as normalized
areas of region of interest (ROI)_DF among the different perfusion
conditions were performed using a one-way analysis of variance
(ANOVA) (a = 0.05) followed by the Student—Newman—Keuls test
(e = 0.05). Normality was tested by a Kolmogorov—Smirnov test
while equality of variances was tested by a Levene median test. If
one of the latter tests failed, Kruskal-Wallis one-way ANOVA on
ranks (e = 0.05) was used followed by Dunn’s method (o« = 0.05) of
comparison. All values are expressed as means += SE.

RESULTS

IR Imaging Correlates with Renal Ischemia

Fig. 2 demonstrates the time course of warm renal
ischemia in two representative cases: entire left kidney
with global ischemia (Fig. 2A) and right kidney with
local ischemia (Fig. 2B). IR images and temperature
profiles extracted (Fig. 2A and B) showed steady-state
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variations of the temperature during baseline condi-
tions, gradual cooling during occlusion, dramatic in-
creases in temperature with overshoot after reperfusion
(post-occlusive reactive hyperemia, PORH), and post-
reperfusion returns of temperature to baseline (n = 16).
As demonstrated in Fig. 2, regions with diminished
pixel intensities corresponded exclusively to regions of
global (images ¢ and h) or regional (image i) deficits in
renal perfusion (n = 22). As the warm ischemia time
increased, the temperatures of the entire kidney di-
minished and the degree of these changes was depen-
dent on the ischemic time (Fig. 3A). For all kidneys
studied (n = 22), this effect demonstrated a linear
relationship for the duration of ischemia (r* = 0.60,
P < 0.001) (Fig. 3B).

Renal PORH Correlates with Recovery from Reperfusion

All kidneys studied showed cumulative declines in
temperature with increases in ischemic time (Fig. 3).
Temperature recoveries were apparent in most kid-
neys during PORH and post-reperfusion conditions
(Fig. 4). IR images demonstrated that, among the 22
kidneys studied, 16 (7 with partial and 9 with total
occlusion) showed full postischemic temperature recov-
ery; three with partial occlusion showed limited tem-
perature recovery, and three (including one with par-
tial and two with total occlusion) failed to achieve
temperature recovery after ischemia.

For all investigated kidneys the maximum rate of
temperature change (arbitrary units/min) was seen
during PORH (330.1 *= 38.1, n = 19), and the minimum
rate was seen at baseline (-1.3 = 1.3, n = 22).
Kruskal-Wallis One-Way ANOVA on Ranks was per-
formed (a = 0.05). There was a significant difference
(P < 0.001) for the absolute rate of temperature change
among different kidney conditions (baseline, ischemia,
PORH, and reperfusion).

Fourier Analysis of Thermal Data Demonstrates a Tissue
Intrinsic Dominant Frequency

Detailed analysis of power spectra for IR-derived
thermal profiles showed oscillations with a frequency
range of 0.004 to 0.020 Hz (Fig. 5). The respiratory
component was reduced by a factor of ~10 after image
alignment, and the maximum spectral magnitude, the
DF component, was found to be at ~0.008 Hz.

In an attempt to eliminate the possibility of the DF
as an instrumental artifact, an additional 18-min im-
aging session was made by collecting IR images from a
black body radiation source. As was done for renal
studies, the same detailed analysis of power spectra for
IR-derived thermal profiles showed no components in
the frequency range of 0.004 to 0.02 Hz. In particular,
no maximum spectral magnitude was found near 0.01
Hz. Therefore, we conclude that the finding of a DF is
a consequence of the renal thermal profiles.
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FIG. 2. Representative temperature profiles and IR images during warm renal ischemia. (A) Temperature profile (IR, intensity versus time)
was plotted from a set of 6000 registered IR images for the left kidney collected over 100 min. The black graph profile (a) was extracted from an
entire imaging set collected during baseline (0—6 min), ischemia (6—58 min), post-occlusive reactive hyperemia, PORH (58—65 min), and
post-reperfusion (65-100 min) conditions. Four IR images of the left kidney were chosen from among 6000 registered images. Each image (a
pseudo-colored intensity map) represents temperature gradients in the kidney parenchyma during baseline (b), ischemia (¢), PORH (d), and
post-reperfusion (e) for the left kidney. (B) Temperature profile (IR intensity versus time) was plotted from a set of 6000 registered IR images for
the right kidney collected over 100 min. The profile (f, blue graph) was extracted from a 5 X 5 pixel-square local ROI on the kidney’s superior pole
(i, blue square) during baseline (0—24 min), occlusion (24—80 min), and post-reperfusion (80—100 min) conditions. Three IR images of the right
kidney were chosen from among 6000 registered images. Each image (a pseudo-colored intensity map) represents temperature gradients in the
right kidney parenchyma during baseline (g), ischemia (h), and post-reperfusion (i). (Color version of figure is available online.)

To eliminate the effect of cardiac pulsation, we used
an image alignment algorithm. To verify the quality of
this algorithm, first, 5-pixel translational displacement
with frequency of 0.008 Hz was added to the experi-
mental IR imaging data set to synthesize a new simu-
lation data set. Extracted from this simulated set, pixel
profiles showed a clear DF peak at 0.008 Hz before
image alignment. Comparison of DF spectra extracted
from aligned and not-aligned simulated imaging sets
showed an ~2 to 3 times (baseline condition) and 10 to
20 times (ischemic condition) suppression of the 0.008
Hz frequency. Next, after image alignment of both
original IR and simulated imaging sets, less than a 2%
and 10% difference in DF power between these sets
was found for the baseline and ischemic conditions,
respectively. Therefore, it also appears that the DF is
not related to the data analysis techniques used.

Decreased DF Is Associated with Prolonged Renal Ischemia
and Is Seen in all Segments of the Kidney

The DF power spectra from combined data for all
kidneys studied showed a decline in DF oscillations up
to 25 min following the start of occlusion. After that,
the spectral power of the oscillations remained small
and almost constant (Fig. 6A). When analyzed as the
normalized area of ROI that displays the DF (area of
entire kidney or area of kidney’s inferior/superior pole),
the decline in oscillations seen at the 25th min per-
sisted (Fig. 6B).

Furthermore, as compared with Fig. 4, the extent of
PORH measured using the DF' is more dramatic than
measured using IR imaging (Fig. 7). When ROIs were
analyzed according to anterior segmental perfusion
(superior, middle, and inferior based on vascular sup-
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FIG. 3. Dependency of kidney temperature and rate of temperature change on warm ischemia time. (A) The mean and standard error
of the temperature profile (entire kidney ROI) during the kidney occlusion (n = 22). (B) Rate of temperature change (in arbitrary units/min;
entire kidney ROI) during occlusion versus ischemic time. Regression analysis: y = —51.5 + 0.477*x, r* = 0.60, P < 0.001, n = 22. (Color

version of figure is available online.)

ply), there was no segmental differences measured
with either IR or DF (data not shown).

DF 1Is Demonstrated in Reperfused Regions of the Kidney

Image analysis demonstrated DF oscillations were
attenuated substantially in ischemic segments, but not
in perfused segments of the kidney. During ischemic
conditions in all kidneys receiving at least 25 min of
partial or total occlusion, the synthesized images
showed no temperature oscillations, or only limited
extent of oscillations (approximately 10% of total renal
area). During PORH, the synthesized images of 16
kidneys showed oscillations in reperfused areas only.
For kidneys that failed to achieve temperature recov-
ery during reperfusion (one with partial and two with
total occlusion), no oscillations were manifested during
PORH. For three kidneys with partial occlusion and
limited temperature recovery, it was possible to see a
limited extent of oscillations in the reperfused region of
the kidney, and even then only at a lower level of
statistical significance. These effects are demonstrated
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FIG. 4. Temperature fluctuations during ischemia and reperfu-
sion. Temperature fluctuations for different kidney conditions and
ischemic times, shown at baseline (n = 22), 15 min of ischemia (n =
21, entire kidney ROI), 30 min of ischemia (n = 17, entire kidney
ROI), 45 min of ischemia (n = 11, entire kidney ROI), post-occlusive
reactive hyperemia, PORH (n = 16, perfused ROI), and post-
reperfusion (n 16, perfused ROI). ANOVA was performed (a
0.05). When compared to baseline, there was a significant difference
at 15, 30, and 45 min of ischemia and no significant differences at
PORH and post-reperfusion. *Significant difference (P < 0.05) versus
baseline. (Color version of figure is available online.)

in Figs. 8 and 9. The degree of recovery of the DF after
reperfusion, as represented by the % DF, was inversely
proportional to the length of the warm ischemia period
as demonstrated in Fig. 10.

DISCUSSION

The ability to precisely determine the degree of isch-
emia of a particular tissue at the operating table has
wide applicability to many surgical disciplines includ-
ing solid organ transplantation, trauma, and nephron-
sparing surgery [17—20]. In these and many other in-
stances, the ability to objectively determine organ
viability could be expected to acutely alter surgical
decision-making and guide more precise operative in-
tervention. The data reported herein demonstrate a
method, available in the operating room, for immediate
recognition of ischemic tissue. We have studied this in
renal warm ischemia.

In this series of experiments the thermal profiles of
renal ischemia correlate with the degree of warm isch-
emia (Fig. 3) and demonstrate the degree of reperfu-
sion and the ability of the organ to recover (Fig. 4).
Fourier analysis of these thermal profiles demon-
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ponent (~1.6 Hz) is shown here for reference purposes.
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online.)

strates a DF (Fig. 5) which is thought to represent
intrinsic renal oscillations, and these oscillations dis-
appear at 25 min of warm ischemia, a critical time
point as discussed above (Fig. 6). These oscillations are
also shown to recover with reperfusion, dependent on
the length of the warm ischemia period (Figs. 7-10).
Taken together, these findings suggest that thermal
imaging not only can assess renal perfusion, but also
allows for the determination of the DF that represents
intrinsic oscillations and may be a surrogate marker
for critical ischemia.

The presence of intrinsic oscillations in both kidney
and skin is well documented and is thought to repre-
sent either tubuloglomerular feedback or a regulatory
mechanism of the microvascular circulation [12, 14, 21,
22]. Kidney-specific oscillations are thought to control
renal blood flow via tubuloglomerular feedback and
occur at a frequency of 0.033 Hz in rats [14-16, 23, 24]
and ~0.025 Hz in dogs [13]. Very low-frequency oscil-
lations at wavelengths similar to those demonstrated
in the present study have also been reported in the
skin and speculated to represent an endothelial depen-
dent pacemaker [11, 12]. While oscillations at fre-
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quency of 0.01 Hz are thought to be mediated by nitric
oxide, those at frequencies lower than this (such as the
DF observed in this set of experiments) are not depen-
dent on nitric oxide and are thought to be related to the
endothelial-derived hyperpolarizing factor [11]. As
such, they have been evaluated as a noninvasive tool to
diagnose disturbances of the microcirculation as seen
in patients with endothelial cell dysfunction secondary
to end-stage renal disease and diabetes mellitus. The
finding of similar frequency oscillations in the renal
parenchyma is not surprising, as the mechanisms be-
hind endothelial cell communication are likely pre-
served throughout all organ systems. However, their
assessment with thermal imaging and the association
with warm ischemia are two novel findings. If these
oscillations are indeed preserved throughout the endo-
thelium, then the assessment of tissue ischemia in any
organ may be amenable to this type of noninvasive
evaluation.

To validate the presence of these oscillations, we
performed measurements using a black body radiation
source and detected no DF. We did however detect the
presence of cardiac noise that can be attributed to at
least two mechanisms: cardiac inflow and pulsation.
Although the 1-Hz sampling rate under-sampled the
cardiac inflow effect and may produce an aliasing (dis-
tortion or artifact) signal, the cardiac spectra would
fold over into the frequency around the 0.4 Hz instead
of the DF. In our study this aliased spectral component
was negligible (<5%) when compared with the DF
spectra. This indicates that even cardiac aliased noise
under a Nyquist frequency of 0.5 Hz may have occurred
but did not impose a significant confounding factor for
our measurements. In addition we have demonstrated
that the imaging alignment algorithm itself sup-
pressed tissue displacement effects successfully and
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FIG. 7. Spatial extent of DF oscillations during ischemia and
reperfusion. Spatial extent of oscillations (% of black pixels normal-
ized to area of entire kidney or area of kidney’s inferior/superior pole)
for different conditions: baseline (n = 22), 15 min of ischemia (n =
21), 30 min of ischemia (n = 17), 45 min of ischemia (n = 11),
post-occlusive reactive hyperemia, PORH (n = 16), and post-
reperfusion (n = 16). ANOVA was performed (¢ = 0.05). When
compared to baseline, there was a significant difference at 15, 30,
and 45 min of ischemia and PORH. There was no significant differ-
ence at post-reperfusion. *Significant difference (P < 0.05) versus
baseline. Normalized area of ROI_DF = (area of ROI_DF)/(area of
entire kidney or area of kidney’s inferior/superior pole). ROI, regions
of interest. (Color version of figure is available online.)
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Nooscillation
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FIG. 8. Representative distribution of DF oscillations. Representative distribution of DF oscillations in renal IR images during (A) baseline,
(B) ischemia, (C) post-occlusive reactive hyperemia, PORH (following partial occlusion), and (D) post-reperfusion (following partial occlusion).

therefore the DF was not produced by the image align-
ment procedure or translational tissue movement.

A generally acceptable upper limit of renal warm
ischemia of 30 to 45 min was established based on
experiments done in the 1970s, although more recent
animal models suggest that this window may be ex-
tended up to 90 min in the nontransplant population
[18, 19]. Multivariate analysis of risk factors associated
with early graft failure in patients receiving non-heart-
beating (NHB) kidneys clearly identifies 30 min of
warm ischemia as a significant risk factor [18]. Smaller
case series of NHB renal transplant recipients sub-
stantiate this time limitation; however, the effect was
not uniform in that some organs with greater than 30
min of warm ischemia did function well in both the
short and the long term [17, 18]. In addition, large
animal models in which uni-nepheric animals are sub-
jected to prolonged warm ischemia demonstrate full
recovery with warm ischemia times twice that seen in
NHB donors [19]. Although these models are not iden-
tical (in situ warm ischemia versus transplantation of
NHB organs), they do highlight the current limitations
in both the assessment of warm ischemia and the lim-
its of warm ischemia.

While objective clinical parameters to assess warm
ischemia are not currently used, several methodologies

A IR image

8000

7500

FIG. 9.

have been studied in small animal models to assess
renal ischemia. One promising method reported is the
use of optical spectroscopy to assess auto-fluorescence
intensity of nicotinamide adenine dinucleotide dehy-
drogenase to determine tissue hypoxia coupled with
light scattering to measure cellular and molecular tis-
sue changes with ischemia. When analyzed together,
these complementary optical spectroscopy methods
provide an assessment of warm ischemia in a rodent
model [25]. Similar to our IR approach, optical spec-
troscopy provides a whole field assessment of the organ
of interest, allowing for determination of heterogeneity
and real-time feedback. However, this technology has
been limited by the need for and the amount of tissue
penetration achieved by laser excitation (100 um),
therefore making this an ideal research tool for small
animal studies but impractical for humans or larger
animals in which the renal capsule is much thicker. IR
provides much deeper tissue assessment while remain-
ing a passive camera, therefore not requiring external
sources of energy such as lasers used in this and other
methods. These characteristics, coupled with the cur-
rent ease of intraoperative use of IR cameras in clinical
settings, make this an ideal imaging approach that can
be transferred to clinical use with minimal intrusive-
ness [9] Furthermore, efforts are underway to expand IR
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IR image (A) and synthesized image (B) of the same kidney during PORH. IR image (A) and synthesized image (B) of the same

kidney during PORH. This is a representative case in which the blood supply to the left kidney’s superior pole is interrupted by a permanent
clip prior to total occlusion of blood to the kidney by a temporary hilar clamp. After 47 min of ischemia to the entire kidney, the hilar clamp
was removed. The IR image shown here was taken 2.2 min later. The synthesized image reflects the spatial extent of oscillations (one
oscillation per 2.08 min). A total of 35,230 thermal profiles were extracted from 250 IR images (during PORH), and a DF of 0.008 Hz was
identified in the power spectrum. Note that the same kidney segment (superior pole) appears under-perfused (IR image, dark red color) and
has no oscillations in the synthesized image (white color). (Color version of figure is available online.)
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FIG. 10. Spatial extent of oscillations versus ischemic time. Spa-
tial extent of oscillations (% of pixels with DF oscillation normalized
to area of entire kidney or area of kidney’s inferior/superior pole)
versus ischemic time. Data are analyzed for 4.2 min of post-
reperfusion starting from PORH maximum (n = 19). Regression
analysis: y = 76.4 — 0.92%x, r* = 0.75, P < 0.001, n = 19 (only
animals with PORH and with limited recovery are reflected). Nor-
malized area of ROI_DF = (area of ROI_DF)/(area of entire kidney or
area of kidney’s inferior/superior pole). For full kidney occlusion, it is
normalized by the area of the entire kidney. For partial kidney
occlusion, it is normalized by the area of the kidney’s inferior or
superior pole. Data are normalized by the area of the entire kidney
for total kidney occlusion and normalized by the area of the kidney’s
inferior or superior pole for partial kidney occlusion. (Color version of
figure is available online.)

imaging beyond open surgery by the development of IR-
capable laparoscopes that will extend the capability to
assess organ ischemia to minimally invasive operations
such as laparoscopic donor nephrectomy and laparoscopic
partial nephrectomy, in which assessment of tissue isch-
emia is critical.

The major limitation of our current approach is the
prolonged time required for image acquisition during
which external movement must be minimized. We are
developing computational algorithms that compress
the acquisition time down to 4 to 5 min, extrapolate the
DF from this collection period, and provide real-time
feedback to the surgeon in a fashion that is clinically
useful. In addition, as intraoperative IR allows for a
depth of interrogation at this DF of about 1 to 2 cm,
these observations represent cortical changes and may
not reflect alterations in deeper structures. Finally,
while we have demonstrated that the DF is associated
with warm ischemia, we have not addressed the asso-
ciation between recovery of the DF' and return of renal
function. However, as the limits of warm renal isch-
emia established in both animal and clinical studies
fall within the time period of 25 min, the correlation of
the DF and renal ischemia appears valid. Studies are
currently underway to correlate the findings presented
herein with functional recovery that will allow for tran-
sition of this approach to the clinic.

In summary, we have demonstrated the ability to
assess gross and focal deficits in renal perfusion using
IR intensity imaging in a large animal model of warm
ischemia. IR imaging immediately showed which seg-
ments of the kidney were occluded or perfused, and
correlated with prolonged ischemia times. Spectral
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analysis of the temperature profiles obtained for seg-
mental and local regions-of-interests demonstrated low
frequency blood flow oscillations (the DF), which were
attenuated substantially in ischemic segments but not
in perfused segments of the kidney. In addition, the DF
became attenuated at 25 min of warm ischemia, a time
point associated with functional impairment in renal
transplantation, and recovered during reperfusion in a
time-dependent fashion. We believe these oscillations
represent local vasomotion and endothelial damage at
the site of ischemia and may be broadly applicable to
all forms of end-organ ischemia. This phenomenon may
be useful for the in vivo assessment of ischemic injury
and endothelial cell integrity in real-time and may
represent an early marker of critical renal ischemia,
thereby providing objective evidence to expand the use
of marginal organs, allow for more aggressive nephron-
sparing surgery, and provide objective evidence for re-
nal salvage after traumatic injuries.
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